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Abstract: OCT angiography is a functional extension of OCT that allows for non-invasive
imaging of retinal microvasculature. However, most current OCT angiography systems are
tabletop systems that are typically used for imaging compliant, seated subjects. These systems
cannot be readily applied for imaging important patient populations such as bedridden
patients, patients undergoing surgery in the operating room, young children in the clinic, and
infants in the intensive care nursery. In this manuscript, we describe the design and
development of a non-contact, handheld probe optimized for OCT angiography that features a
novel diverging light on the scanner optical design that provides improved optical
performance over traditional OCT scanner designs. Unlike most handheld OCT probes, which
are designed to be held by the side of the case or by a handle, the new probe was optimized
for ergonomics of supine imaging where imagers prefer to hold the probe by the lens tube.
The probe’s design also includes an adjustable brace that gives the operator a point of contact
closer to the center of mass of the probe, reducing the moment of inertia around the operator’s
fingers, facilitating stabilization, and reducing operator fatigue. The probe supports high-
speed imaging using a 200 kHz swept source OCT engine, has a motorized stage that
provides +10 to —10 D refractive error correction and weighs 700g. We present initial
handheld OCT angiography images from healthy adult volunteers, young children during
exams under anesthesia, and non-sedated infants in the intensive care nursery. To the best of
our knowledge, this represents the first reported use of handheld OCT angiography in non-
sedated infants, and the first handheld OCT angiography images which show the clear
delineation of key features of the retinal capillary complex including the foveal avascular
zone, peripapillary vasculature, the superficial vascular complex, and the deep vascular
complex.

© 2019 Optical Society of America under the terms of the OSA Open Access Publishing Agreement

1. Introduction

Optical coherence tomography (OCT) is a non-invasive imaging modality that enables in vivo
cross-sectional structural imaging of living biological tissues with micron scale resolution
[1,2]. Due to these characteristics, OCT has become the clinical standard of care for diagnosis
and monitoring of adult retinal diseases [3]. However, most OCT systems are tabletop
systems which require a compliant, seated subject. These systems are difficult if not
impossible to use on noncompliant or supine subjects such as bedridden patients, patients
undergoing surgery in the operating room, young children, and infants. Handheld OCT (HH-
OCT) systems have been used to bring point of care imaging to these important patient
populations, including pre-term infants born at risk for blinding diseases such as retinopathy
or prematurity (ROP) [4—12]. While longitudinal bedside imaging in the intensive care nursey
(ICN) can provide valuable diagnostic information about the progression of the disease state,
the constraints of the ICN environment such as space-restricted neonatal incubators further
motivates the use of compact handheld probes.
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OCT angiography (OCTA) is a functional extension of OCT that employs changes in
speckle caused by blood flow as an endogenous contrast agent to image retinal
microvasculature [13—20]. Unlike fluorescein angiography (FA), the current gold standard for
retinal vascular imaging, OCTA does not require the intravenous injection of an exogenous
contrast agent and provides higher resolution, depth resolved images of the retinal vasculature
[19]. OCTA imaging of adult retinal diseases is area of active research in ophthalmology and
has provided insights into the pathogenesis of many retinal diseases including age-related
macular degeneration, glaucoma, and diabetic retinopathy [21-29]. While many pediatric
diseases, such as ROP, have a vascular etiology and occur during a period of rapid retinal
vascular growth [30], most OCTA systems are table top systems that cannot not be easily
used to image infants in a supine position. These systems have been used to image infants, but
require removing the infant from the incubator, holding the infant up to the chin rest, and
applying topical anesthesia [31]. Portable, armature mounted OCTA systems (Investigational
Spectralis Flex Module, Heidelberg Engineering, Heidelberg, Germany) and microscope
integrated OCT systems with OCTA capabilities have been used recently to image supine
patients and children during exams under anesthesia (EUAs) [32—37] but these systems are
bulky and difficult to align on a non-cooperative subject. The development of a handheld
OCTA (HH-OCTA) system could enable point of care, longitudinal OCTA imaging and
allow for new insights into retinal vascular development and pediatric retinal diseases.
Towards this goal, several groups have reported HH-OCTA systems. These systems include a
contact system used to image infants during EUAs or after surgery [38,39], two non-contact
OCT systems that have been used to image adult subjects [40,41], and a handheld probe
designed to image the oral mucosa [42]. In this manuscript, we present preliminary results
from our non-contact HH-OCTA system, including results from healthy adult volunteers,
young children undergoing EUAs, and awake infants in the ICN or during clinic visits. To the
best of our knowledge the images reported in this manuscript are the first HH-OCTA taken of
non-sedated infants and the first HH-OCTA which show clear delineation of key features of
the retinal capillary complex including the foveal avascular zone (FAZ), peripapillary
vasculature, the superficial vascular complex (SVC), and the deep vascular complex (DVC).

2. Methods
2.1 Optical design of the HH-OCTA probe

Our group has previously reported several HH-OCT probes for various clinical applications
[43—45] including an ultra-compact swept-source OCT probe for ICN imaging [46].
However, the microelectromechanical systems scanner mirror used to minimize weight of this
probe had a limited frequency response (~150 Hz B-scans) when driven outside of resonant
mode. In the new probe we used galvanometric scanners (Scannermax, Orlando, FL) to
support the high speed scanning (250-500 Hz B-scans) required for OCTA [47]. The probe
was designed to have a 30° field of view on the retina, + 10 diopter refractive error correction,
and the ergonomics were designed to facilitate supine imaging.

Traditionally, OCT systems employ collimated light incident on the lateral beam scanners
and use a 4F relay telescope to image the scanners into the pupil. We previously reported an
optical configuration using converging light on the scanner to shorten the length of the relay
telescope, however this system was limited to ~16° field of view and required the use of
custom lenses [48]. To improve optical performance and increase the diffraction limited field
of view, we used a novel design which employs diverging light on the scanners and a longer
(approximately 5F long) relay telescope to image the scanners into the pupil. Schematics for
both a standard 4F and our novel “5F” retinal OCT scanner design are shown in Fig. 1. In the
4F design, the intermediate image plane is designed to be as close to telecentric as possible,
while in the SF design the diverging light on the scanner deliberately induces field curvature
in the intermediate image plane. Once imaged onto the retina, the additional field curvature
creates a retinal image plane that better matches the curvature of the retina minimizing
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defocus across the entire scanned angle (Fig. 2). Both systems were designed with the same
commercially available lenses (Edmund Optics Inc., Barrington, NJ and Thorlabs, Newton,
NJ), and were optimized using ray tracing software (Radiant Zemax LLC, Redmond, WA)
and the Goncharov and Dainty eye model, a well-established adult eye model for non-wide
field systems [49]. Refractive error was modeled by modifying the axial length of the eye
model [50]. The design of the 5F system was optimized such that the Strehl ratio remained
above 0.7 over the 30° scanned angle and range of corrected refractive errors. For both the 4F
and SF systems, translating the collimating lens changes the divergence of light on the
scanner and the amount of field curvature correction. This, combined with changes to retinal
curvature and refractive properties in non-emmetropic eyes, could lead to reduced optical
performance when significant refractive error correction is required. The pediatric eye has
significant differences in axial length, radius of curvature, and lens power compared to the
adult eye [51]. However, the Goncharov and Dainty eye model was used due to the lack of a
well-established computational model of the pediatric eye. Because the higher refractive
power of the pediatric eye compensates for the shortened axial length and tighter radius of
curvature, with the appropriate adjustments OCT systems developed for adult eyes can be
used to image infants [52]. While both systems had the same diffraction limited resolution
(12.0 pm airy radius), the 5F design produced diffraction limited spots over a ~30° field of
view (limited by clipping on a lens aperture) while the 4F design produced diffraction limited
spots over only a ~16° degree field of view (Fig. 3).

1 50 mm

Fig. 1. Schematics for a 4F (top) and our novel 5F (bottom) retinal OCT scanner design. The
solid red lines denote the location of the intermediate image plane of the respective scanner.
Red arrows denote the collimating lenses. The distance between the fiber tip and the
collimating lens is increased in the 5F design to produce diverting light on the scanner.
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Fig. 2. Curvature of the intermediate and retinal image planes for the 4F scanner (blue) and
novel 5F scanner (red) designs. The slight negative curvature of the 4F scanner in the
intermediate image plane resulted primarily from the use of an offset galvonometer pair and
lens aberrations.
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Fig. 3. Zemax spot diagrams for the 4F scanner (fop) and the novel 5F scanner (bottom) as a
function of angle (measured as the angle between the chief ray and the optic axis in the eye).
The circle denotes the airy radius (12.0 um for both systems at 0°). The background grid is
30pum x 30pum. For the SF system the 15° spot shows performance being limited by clipping on
a lens aperture.

2.2 Mechanical design of the HH-OCTA probe

Most previous commercial and research handheld OCT systems were designed to be held by
the side of the case in a camcorder grip, or by a handle in a gun style grip [40,43—45,53,54].
However, in our experience with imaging of non-cooperative supine subjects in both the
NICU and the operating room, we have found that our imagers tend to prefer to hold the gun-
style HH-OCT probes near the tip of the lens tube (Fig. 4) [52]. This grip allows them to
brace the probe by placing their free hand on the subject’s forehead or cheek and use their
fingers to gently open the infant’s eye without using an eyelid speculum. Since the operator is
in contact with both the probe and the subject, this braced position simplifies alignment of the
probe with the pupil and allows the operator to make lateral and angular adjustments while
maintaining the correct working distance. When held by the tip, the handle for the gun grip or
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the case for the camcorder grip, causes the probe mass to be asymmetric around the lens tube
axis, and thus exerts substantial torque around the grip point. This puts additional strain on
the operator’s hand, leading to operator fatigue over multiple imaging sessions, which can
ultimately lead to image stabilization issues.

Fig. 4. Demonstration of the grip used for a conventional gun-style OCT probe design for
supine imaging of infants in the Duke ICN. The pictured system is the Leica (Bioptigen)
Envisu C2300.

Since OCTA uses changes in speckle caused by the motion of flowing blood as a source
of contrast, it is also susceptible to other sources of motion causing the OCTA signal to wash
out. This is most often seen when saccades cause bright streaks on OCTA images [55]. For
hand-held OCTA, operator hand motion adds another potential source of signal corruption.
To minimize this effect, we carefully designed the ergonomics of the probe to match the
probe tip grip that our imagers preferred to use with previous HH-OCT systems. The probe
was designed to be as symmetric as possible with a tapered tip. Additionally, an adjustable
stabilization brace was included to give the operator a point of contact that was closer to the
center of mass of the probe, reducing the moment of inertia around the operator’s fingers. The
probe was designed in Solidworks (Dassault Systémes SolidWorks Corp., Concord, MA).
Renderings of the optomechanics, stabilization brace, and enclosure of the probe are shown in
Fig. 5. The collimating lens was placed on a motorized stage (National Aperture Inc., Salem,
NH) to allow for +10 D to —10 D refractive error correction (Fig. 1). Undersized dowel pins
and custom retaining rings allowed for precise positioning of mechanical and optical
elements, respectively [44]. The optomechanics were CNC machined from aluminum while
the enclosure and brace were 3D printed from high durability plastic (Formlabs, Somerville,
MA). The complete, assembled probe weighs 700g and has a form factor of approximately
22x10x14 cm.
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Fig. 5. Left: Rendering of the HH-OCTA optomechanics from the side. Center: Rendering of
the HH-OCTA optopmechanics stabilization brace, and enclosure from the side. Right:
Rendering of the HH-OCTA optopmechanics, adjustable stabilization brace, and enclosure
from the front.

2.3 OCT system and imaging protocols

The HH-OCTA system used a 200 kHz, 1060 nm swept source laser (Axsun Technologies
Inc., Bilerica, MA) illuminating a Mach-Zhender interferometer [56]. The interferometric
signal was detected with a 1 GHz dual balanced receiver (Thorlabs, Newton, NJ), and
digitized using a 1.8 GS/s digitizer (Alazar Technologies Inc., Pointe-Claire, Quebec).
Custom GPU based software was used to perform real time processing, display, and rendering
of OCT data [57-59]. The software displayed an aiming cross (comprised of a horizontal and
vertical B-scans) at 50 Hz to provide real-time feedback to aid the operator in aligning and
targeting the volumetric scan. Once the target region was identified on the aiming cross, the
slower volumetric scan was taken. Selection of scan protocols, initiation and saving of scans,
and image optimization was performed by a computer operator. Once the imager achieved
initial alignment, the computer operator used the software interface to move the motorized
collimating lens in 1 diopter increments, enabling rapid optimization of image focus within a
few seconds. Polarization matching between the reference and sample arms was performed
using polarization paddles and a phantom eye before imaging and was rarely adjusted during
imaging. The OCT engine and processing computer were placed in a cart to allow for portable
imaging. Structural OCT imaging in the ICN was typically performed with a 950 A-scans/B-
scan, 128 2x averaged B-scans/volume imaging protocol (1.36s total acquisition time) over a
10x10mm field of view. HH-OCTA imaging was performed with three protocols depending
on the imaging environment; a 300 A-scans/B-scan, 4 repeated B-scans, 300 lateral locations
sampled (2.5s acquisition time) protocol, a 500 A-scans/B-scan, 4 repeated B-scan, and 250
lateral locations sampled (3.0s acquisition time) protocol, and a wider field of view 500 A-
scans/B-scan, 4 repeated B-scan, 500 lateral locations sampled (6.0s acquisition time)
protocol. The repeated B-scans were registered using phase correlation [60], OCTA images
were generated using speckle variance [15], and graph search based segmentation was used to
delineate retinal layers in order to create layer-specific enface projections of the retinal
vasculature [61]. Segmentation was manually corrected by an expert grader for subjects in
which pathology was present. The inner plexiform layer (IPL) was used as the boundary
between the SVC and DVC [62] and used to create projections of the respective vascular
complexes. Corrections to reference arm delay and lateral scan dimension to account for the
shorter length of the infant eye were applied [52].

HH-OCT and HH-OCTA imaging was performed in 7 awake adult volunteers, 8 infants
and young children during EUAs, 14 non-sedated infants in the ICN, and 11 non-sedated
infants during follow up clinic visits. Imaging was performed with or without
pharmacological dilation as clinically indicated. Subjects imaged in the ICN ranged from 30
weeks to 48 weeks post menstrual age (PMA) with most subjects imaged at multiple times.
Subjects imaged during follow up clinic visits ranged from 1 to 16 months corrected age.
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During EUAs, FA imaging (Retcam3, Natus Medical Incorporated, Pleasanton, CA), was
performed as part of routine clinical care. Total imaging time was limited to 15 minutes for
each subject. Optical power was set to less than 1.8 mW on the cornea, which is less than the
ANSI Z136.1 standard for 1060 nm light [63]. All human subjects research was performed
under protocols approved by the Duke University institutional review board in accordance
with the Declaration of Helsinki.

3. Results

The high speed and ergonomic grip of the HH-OCTA probe helped facilitate regular
structural OCT imaging in the ICN. During imaging, the probe was positioned vertically
above the eye of the subject with the imager holding the probe by the tip using the braced
position (Fig. 6). Over 63 imaging sessions (across 25 different subjects) in the ICN and
clinic, the HH-OCTA probe was able to capture structural images of the optic nerve and fovea
of the right eye (the first eye imaged) in 98.4% (62 of 63) of the imaging sessions. In the left
eye, the probe was able to capture images in 90.5% (57 of 63) of the imaging sessions. In six
imaging sessions, imaging was only performed in the right eye due to infant restlessness or
pre-existing health concerns. Successful imaging was determined by the imager (who is also
an expert grader) upon review of the captured images. OCTA images were qualitatively
evaluated after post processing and images were labeled as high quality if capillary level
vasculature or vascular pathology was visible in a significant part of the scan. During EUAs
high quality OCTA scans were obtained in 100% (8 of 8) of patients. OCTA imaging was not
attempted in 2 of the 14 infants imagined in the ICN due to infant restlessness or pre-existing
health concerns. High quality OCTA images were obtained in 8 out of the remaining 12
subjects. In these 8 subjects, high quality OCTA images were obtained in 69.2% (27 of 39)
imaging sessions. While OCTA imaging was attempted as early as 30 weeks PMA in two of
these subjects, due obstruction of the eye by the tubing from a continuous positive airway
pressure mask on the infant’s face, we were unable to obtain OCTA images from these infants
until they reached 33 weeks PMA. Eleven infants were imaged in the outpatient clinic with up
to two visits each. These infants ranged from one to sixteen months corrected age. High
quality OCTA images were obtained from 2 of the 11 infants imaged in clinic (both
approximately 1 month corrected age). The older infants (three to sixteen months corrected
age) had structural OCT but OCTA was not attempted (7 of the 11 infants). Selected volume
renders and B-scans from ICN imaging are shown in Fig. 7. These images demonstrate the
ability of the probe to capture clinically relevant features including the foveal depression,
infant cystoid macular edema (CME), and peripheral preretinal neovascular elevations in an
infant with ROP. While features such as preretinal neovascular elevations are visible in cross-
sectional imaging, the 3D context provided by volumetric imaging allows for enhanced
visualization of 3D structures such as CME, large superficial retinal vasculature, the extent of
preretinal neovascular tissues, and structural changes at the vascular/avascular junction in
infants with ROP. However, as can be seen in Fig. 7(b), motion artifacts can distort surface of
the retina and other anatomical features.

Initial HH-OCTA imaging to assess the OCTA capabilities of the system was performed
in healthy adult volunteers lying in a supine position (Fig. 8). These images show clear
visualization of the capillaries forming the FAZ, peripapillary vasculature emerging radially
from the optic disc, and retinal capillaries in a region of retina nasal to the optic disc. These
images also demonstrate the difference between artifacts caused by saccades and hand
motion. Saccades manifested as narrow streaks on the angiograms with sharp discontinuities
between the vasculature on each side of the artifact (red arrows in Fig. 8) [55,64]. In many of
the OCTA images acquired, there were also broader artifacts with wavy but continuous
vasculature (yellow arrows in Fig. 8). Due to their presence in images of cooperative, fixating
adults, we believe that these artifacts result from washout of the OCTA signal caused by the
operator’s hand motion causing bulk decorrelation of the background tissue.
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Fig. 6. Left: The novel HH-OCTA probe being used to image an infant in the ICN. Right:
Picture of the operator grip employed with the HH-OCTA probe.

Fig. 7. Selected B-scans and volume renders of the retina from research HH-SSOCT imaging
of non-sedated infants. a) In a premature-born infant imaged in the outpatient clinic one week
after estimated date for term birth, CME elevates the central macula (red star). b) In a
premature infant imaged in the intensive care nursery weeks before estimated date for term
birth, the fovea has a normal depression without edema (yellow star), but there are large
superficial vessels on the surface of the retina (yellow arrow). c) Peripheral images from the
same infant as b) reveal preretinal neovascular elevations (purple star) and a ridge at the
vascular/avascular junction (purple arrow). All images were acquired at 950 A-scans/B-scan
and 128 averaged B-scans/volume. Each B-scan was averaged twice.
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Fig. 8. Representative OCTA images from a healthy adult volunteer. Left: ~1.5x1.5mm
angiogram of the fovea showing the FAZ with well-demarcated capillaries at the margin.
Center: ~3x3mm angiogram of the optic nerve head showing multiple levels of large to small
vessels of the optic nerve head (upper right corner) and retina. Right: ~1.5x1.5mm angiogram
of nasal retina. The red arrows denote the location of artifacts caused by saccades while the
yellow arrows denote the location of artifacts caused by operator hand motion.

HH-OCTA imaging was performed in children and infants during EUAs (Fig. 9) to enable
comparison to clinically indicated FA images. This comparison shows that HH-OCTA offers
depth resolved visualization of capillary level vasculature that is not visible on FA without the
need for intravenous injection of a contrast agent. In a young child with a history of ROP,
OCTA showed tortuous and stretched microvasculature in multiple regions of the retina (Fig.
9(a)-(d)) with higher resolution that the corresponding FA image (Fig. 9(e)). Separating the
retinal microvasculature of the peripapillary region by depth reveals a network of stretched
superficial vessels lying on top of deeper, larger vessels (Fig. 9(f)&(g)). Since the IPL is not
easily recognizable due to the presence of thickened inner retina, 40% of the ILM to RPE
thickness was chosen as the boundary between the superficial and deep vasculature. In
another child undergoing EUA and FA imaging due to a family history of familial exudative
vitreoretinopathy, HH-OCTA shows a regular microvascular pattern including the FAZ (Fig.
10). Separating the image into the SVC and DVC again reveals normal vascular patterns.

While the development of retinal abnormalities such as CME and preretinal neovascular
elevations can be seen with structural OCT (Fig. 7), the vascular etiology and longitudinal
development of these abnormalities is largely unknown. A 41 week PMA infant with a
history of ROP and CME was imaged during a follow up visit in the clinic (Fig. 11). HH-
OCTA images showed the peripapillary and macular microvasculature in the nasal macula.
Near the edge of the fovea and within the region of CME, there were several intraretinal bulb-
like vascular terminations, which could represent micro-aneurysms, small vascular loops, or
other microvascular abnormalities. The composite OCTA B-scan and DVC projection
revealed that these loops were in the DVC and within the area of CME. HH-OCTA images of
preretinal neovascular elevations were obtained from another 41 week PMA infant (structural
images shown in Fig. 7(c)) who subsequently underwent peripheral laser treatment (Fig. 12).
The OCTA images showed the vascular connection of the neovascular elevation to the retinal
vasculature. While FA typically shows the neovascular elevations as a single, bright structure
[65], the depth resolved OCTA images reveal the internal vascular structure of the
neovascular elevation; a “trunk” of larger vessels in the neovascular elevation connects the
retina to a dense network of finer vasculature closer to the surface of the elevation. While a
full analysis of these vascular structures is outside the scope of this manuscript, their presence
demonstrates the ability of the HH-OCTA system to provide depth-resolved images of
pediatric vascular pathologies.
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Fig. 9. Comparison of FA to HH-OCTA during EUA from an infant with a history of ROP.
HH-OCTA from a) the optic nerve (red), b) peripapillary region (blue), c) perifoveal region
(purple), d) and the margin of the fovea (green). The red arrows denote examples of tortuous
blood vessels. OCTA images were taken with 300 A-scans/B-scan, 4 repeated B-scans, and
300 lateral locations sampled per volume e) FA from the same infant. Colored boxes denote
the location of the corresponding HH-OCTA scans. f,g) image from b) separated into
superficial f) and deep g) layers. Representative B-scans with the manually corrected
segmentations superimposed on the image are shown below the respective angiograms

Fig. 10. Imaging of vascular plexuses with HH-OCTA in a child undergoing EUA due to a
family history of familial exudative vitreoretinopathy. Left: Projection of all vascular layers in
the outer retina. Center: Projection of the SVC. Right: projection of the DVC. Images show
relatively normal vascular patterns in each projection and were taken with 500 A-scans/B-scan,
4 repeated B-scans, and 500 lateral locations sampled per volume.
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Fig. 11. HH-OCTA images from a 41 week PMA infant with a history of ROP, imaged
without sedation during a follow up clinic visit. Top: Overlaid angiograms of all vascular
layers showing the optic nerve head, peripapillary vasculature, and the edge of the fovea. The
red star denotes the edge of the fovea near which are several bulb-like vascular terminations.
The inset image is a magnified view of these bulbs with the corresponding regions marked by
the red boxes. Bottom: the peripapillary/foveal angiogram of SVC (left) and DVC (right).
Selected B-scans with and without OCTA flow superimposed are shown below the
angiograms. The horizontal dashed yellow line denotes the location of the selected B-scan. The
vertical dashed blue lines denote the same lateral location on the angiograms and selected B-
scans. The green line on the B-scans denotes the manually corrected IPL. Images were taken
with 500 A-scans/B-scan, 4 repeated B-scans, and 500 lateral locations sampled per volume.
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Fig. 12. Vascular structure of a preretinal neovascular elevation in a 41 week PMA infant who
was treated for ROP. Infant was imaged without sedation in the ICN. a) OCTA image of all
retinal vasculature. Yellow line denotes the location of the B-scan shown in (b). b) Selected B-
scan with manually corrected segmentations. White — surface of the retina including the neo-
vascular plaque. Purple — surface of the retina excluding the neo-vascular plaque. Teal — IPL.
Yellow — RPE ¢) OCTA of the vasculature excluding the neo-vascular plaque (purple to
yellow). d) OCTA of the neo-vascular plaque (white to purple). e) The neo-vascular plaque
divided into slices that are 25% of the total thickness of the plaque. The red arrow denotes the
location of the “trunk” within the neovascular plaque.

4. Discussion

This manuscript describes the design of a 200 kHz HH-OCTA probe optimized for supine,
non-contact imaging. The probe features a diverging light on the scanner and 5F relay
telescope optical design that provides superior optical performance compared to conventional
4F retinal systems. Unlike other research and commercial OCT probes, the HH-OCTA was
optimized for ergonomics of supine imaging where imagers prefer to hold the probe by the tip
of the lens tube. In research imaging of adults, pediatric patients undergoing EUAs, and in
non-sedated infants, this probe is capable of imaging key features of the retinal capillary
complex. In infants, high speed bedside imaging with the HH-OCTA probe shows clinically
relevant structural and microvascular pathologies. Unlike FA, HH-OCTA does not require the
injection of a contrast agent and unlike tabletop systems, imaging can be performed routinely
at the bedside. We believe that ability of this high-speed, portable probe to provide repeated,
bedside imaging of retinal microstructures and microvasculature in awake infants will enable
new insights into the development of the pediatric retina in normal and diseased states.
Imaging infants in the ICN and clinic has been particularly challenging because the
infants are awake, unable to fixate, in a supine position, and often medically unstable for
positioning in an upright imaging system. Throughout the course of an imaging session their
gaze wanders, requiring the imager to reposition the probe. This bulk motion also corrupts
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OCTA images and while a tracking system could allow for compensation for some of the
motion, quite often this motion is significant enough that it requires the operator to
completely reset the position of the probe, limiting the utility of tracking. Since the exam with
the HH-OCTA probe is non-invasive (it does not require the use of an eyelid speculum or
topical anesthetic drops, and it uses non-visible light unlike a traditional indirect retinal exam)
we found that many young infants remain calm throughout the exam and some will even fall
asleep. While their gaze frequently moves, when they are calm their gaze will eventually
remain still for short periods. Instead of including alignment aids or tracking we focused on
patient and imager comfort by optimizing the probe’s ergonomics for supine imaging. This
facilitates sustained imaging where the imager is able to quickly make adjustments for eye
motion. Real time display of the OCT data allows for the imager to identify when the infant’s
gaze has stabilized and the longer OCTA scans can be taken. This approach allowed us to
take OCTA acquisitions which were three to six seconds long. However, we observed that
older infants had greater baseline movement during the HH-OCTA exams. For example, 6 to
9 month old infants were substantially more active and difficult to image than a newborn.
While OCTA is often not possible in these active infants, the ergonomics and high speed of
the system enables consistent structural OCT imaging.

5. Conclusion

We developed an optically novel, ergonomic, 200 kHz HH-OCTA probe optimized for
supine, portable, non-contact imaging. The probe weighs 700g, has —10D to +10D refractive
error correction, and a 30° diffraction limited field of view. HH-OCTA imaging was
performed in healthy adult volunteers, pediatric patients undergoing exams under anesthesia,
and awake infants in the ICN/clinic. The OCTA images reported in this manuscript are the
first HH-OCTA taken of non-sedated infants and the first HH-OCTA images to show depth-
resolved retinal microvasculature and microvascular abnormalities. These images show
vascular abnormalities in close proximity to pathological structures and we believe that
further imaging with this probe will lead to new insights into the development and pathology
of the pediatric retina.
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